[Technic for detecting several yeasts in the same sample].
The frequent association of Torulopsis glabrata with other yeasts of the genus Candida in the same clinical specimen may lead to false results because of the large number of negative characters in this yeast. We describe here a technique of detection based on the pigmentation of colonies obtained by reduction of triphenyl-tetrazolium chloride added to the Sabouraud medium.